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Background
The feasibility and pre-clinical validation of pixel-wise quantification of myocardial perfusion on standard and high-resolution first-pass perfusion CMR images has been recently described. However, the diagnostic criteria for the detection of CAD have not yet been defined and normal values in healthy subject are unknown.
Aim of this study was to define normal reference values of stress and rest myocardial perfusion on high-resolution pixel-wise perfusion maps.

Methods
Ten healthy volunteers (5 males, age 22±5 years, no significant past medical history) underwent high-resolution 3T perfusion (Philips Achieva TX, Best, the Netherlands). Hyperaemia was induced with adenosine administered at 140 mcg/kg/min for 4.5 min. Perfusion imaging commenced 3 min into the infusion and continued for 1.5 min. A dual bolus of weight adjusted of gadolinium contrast agent (Gadobutrol/Gadovist, Bayer, Germany) was injected at 4 ml/s by a power injector (Spectris Solaris EP, MEDRAD, Inc., USA). The dual bolus method was designed to overcome signal saturation effects in the LV while maintaining adequate myocardial contrast to noise. For this study, the dual bolus consisted of equal volumes of 0.0045 mmol/kg followed by 0.045 mmol/kg of the contrast agent, each flushed with 25 ml of normal saline and separated by a 25 s pause. Participants performed a short breath hold during injection of the first (dilute) bolus and a second breath hold for as long as possible during the main bolus of the contrast agent. Quantification was performed using the Fermi deconvolution method.

Results
Global pixel-wise stress and rest perfusion were 2.3±1.4 ml/min/g and 0.9±0.3 ml/min/g, respectively. The average pixel-wise myocardial perfusion reserve (MPR) was 2.5±0.7. The coefficient of variation (CV) was 0.61 and 0.33 for global stress and rest perfusion, and 0.28 for MPR. The skewness test confirmed the normal distribution of stress and rest perfusion values (1.8 and 1.03, respectively; Figure 1).[image: A12968_2013_Article_2806_Fig1_HTML.jpg]
Figure 1Histogram representing the distribution of stress and rest perfusion values on high-resolution perfusion maps in a population of 10 normal subjects.




These values are relatively close to normal values previously reported for segmental analysis (2.5±0.5 ml/g/min and 0.6±0.1 ml/g/min; Morton et al, Eur Heart J CV Imaging 2012), with the difference of a higher standard deviation. This difference is most likely due to the different levels of noise in the source data and to physiological dyshomogeneities of normal myocardial perfusion throughout the myocardium, averaged out on segmental analysis and maintained on high-resolution pixel-wise assessment.

Conclusions
Quantitative high-resolution pixel-wise perfusion quantification is a promising technique to assess the presence, the extent and the severity of coronary artery disease. The availability of normal reference perfusion values will enable the definition of criteria of abnormality.
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