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Background
MR imaging of the heart typically involves the acquisition
of standard views aligned with the heart axes. Time-
efficient and reproducible planning requires expertise in
heart geometry and anatomy. In this study, we evaluate
the ability of fully automatic heart view localization soft-
ware to detect the long-axis views of the heart and
compare the results both visually and geometrically with
manual localization.

Methods
27 patients (age range 9-70 years) undergoing CMR for a
range of different indications (myocarditis, aortic dilata-
tion, ARVD, Turner syndrome) were examined on a 1.5 T
MAGNETOM Avanto MR system (Siemens AG, Erlan-
gen, Germany). Following rough localization of the heart
within the thorax, a stack of slices covering the entire
heart was acquired in the approximate short-axis orienta-
tion using a single-shot TrueFISP sequence. This stack of
slices was used as input to a machine learning-based algo-
rithm [1] trained with 517 patient datasets which localized
and segmented the left ventricle and detected 5 anatomical
landmarks. Based on these landmarks, the long-axis views
of the heart were calculated automatically and acquired in
end-diastole using a single-shot TrueFISP sequence. The
user subsequently repeated the long-axis view acquisition
following manual landmark positioning. A radiologist,
blinded to the acquisition strategy and patient details, ret-
rospectively performed a visual assessment of the automa-
tically and manually planned localizers, grading the overall
agreement between the two methods on a scale between 0
and 2 (0 = no difference, 1 = difference but not clinically
relevant, 2 = clinically relevant difference) and indicating
which views were the best. Angular differences between
the two view-planning methods were also calculated.

Results
The automatic view-planning software detected the heart
in all 27 cases. Visual agreement scores are summarized in
Table 1. In the cases where a clinically relevant difference
between the views was observed, i.e. score was 2, auto-
matic view planning was considered better for both the
2- and 4-chamber views (2/27), manual view planning was
considered better for the 3-chamber view (3/27). Figure 1
shows box plots of the angular deviation between the
automatically and manually planned long-axis views for
each of the visual scores. Automatically-planned views
were proposed and acquired within 1 minute of the whole
heart scout.

Conclusions
We have demonstrated in a group of patients with a range
of different cardiovascular pathologies that automatic
planning of the long-axis views of the heart can be accom-
plished in the majority of cases with little or no clinically
relevant difference compared with manual planning. Con-
sistent with the visual assessment, the angular differences
between the manually and automatically planned views
increased with increasing visual difference.
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Table 1 Visual agreement scores for automatic and
manual long-axis view planning.

2-chamber 3-chamber 4-chamber

Score 0 6 1 1

Score 1 19 23 24

Score 2 2 3 2
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Figure 1 Box-and-whisker plot of the angular deviation (deg.) between the manually and automatically planned views for each of the visual
scores (0, 1 and 2).
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