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Abstract 

Background: Non-invasive estimation of the cardiac iron concentration (CIC) by T2* cardiovascular magnetic reso-
nance (CMR) has been validated repeatedly and is in widespread clinical use. However, calibration data are limited, 
and mostly from post-mortem studies. In the present study, we performed an in vivo calibration in a dextran-iron 
loaded minipig model.

Methods: R2* (= 1/T2*) was assessed in vivo by 1.5 T CMR in the cardiac septum. Chemical CIC was assessed by 
inductively coupled plasma-optical emission spectroscopy in endomyocardial catheter biopsies (EMBs) from cardiac 
septum taken during follow up of 11  minipigs on dextran-iron loading, and also in full-wall biopsies from cardiac 
septum, taken post-mortem in another 16  minipigs, after completed iron loading.

Results: A strong correlation could be demonstrated between chemical CIC in 55 EMBs and parallel cardiac T2* 
(Spearman rank correlation coefficient 0.72, P < 0.001). Regression analysis led to [CIC] = (R2* − 17.16)/41.12 for the 
calibration equation with CIC in mg/g dry weight and R2* in Hz. An even stronger correlation was found, when chem-
ical CIC was measured by full-wall biopsies from cardiac septum, taken immediately after euthanasia, in connection 
with the last CMR session after finished iron loading (Spearman rank correlation coefficient 0.95 (P < 0.001). Regression 
analysis led to the calibration equation [CIC] = (R2* − 17.2)/31.8.

Conclusions: Calibration of cardiac T2* by EMBs is possible in the  minipig model but is less accurate than by full-wall 
biopsies. Likely explanations are sampling error, variable content of non-iron containing tissue and smaller biopsies, 
when using catheter biopsies. The results further validate the CMR T2* technique for estimation of cardiac iron in 
conditions with iron overload and add to the limited calibration data published earlier.
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Background
Cardiosiderosis is a serious complication of treating 
patients with chronic anaemias with blood transfu-
sions, as for example in thalassaemia major [1, 2]. If 
iron chelation is insufficient, this can lead to myocardial 
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dysfunction, heart failure and prematuredeath. The car-
diac iron concentration (CIC) cannot be accurately 
predicted from body-iron loading markers [3], and 
unfortunately, ventricular dysfunction, as a measure 
of cardiosiderosis, is not useful, because it is a late, but 
serious finding [4]. Thus, early detection of cardiosidero-
sis is essential. In a few earlier studies, endomyocardial 
catheter biopsies (EMBs) have been used to assess the 
CIC [5–8]. Although EMB has proved its value in several 
fields of cardiology [9], this procedure is not routinely in 
use for assessment of cardiac iron due to its risk of mor-
bidity and mortality.

Today, non-invasive estimation of CIC by cardiovascu-
lar magnetic resonance (CMR) is the preferred method. 
Different CMR-derived, iron-sensitive parameters have 
been investigated, such as T1 and T2 [10, 11], T2* [3, 12] 
and also the signal-intensity ratio between myocardium 
and skeletal muscle [13, 14]. Measurement of the relaxa-
tion parameter T2* has been shown as the most reliable 
and reproducible method for estimating myocardial iron 
loading [15–17]. T2* is predictive of cardiac complica-
tions [18], probably even better than indices of cardiac 
function [19].

While the clinical value of the T2* method has been 
well validated, studies calibrating cardiac T2* to chemi-
cally measured CIC are few [11, 12, 20] and EMBs have 
not been used. In two studies, human myocardial tissue 
became available for calibration due to special circum-
stances [12, 20]. In the study of Ghugre et  al. [20], car-
diac tissue from one thalassaemia major patient with 
transfusional iron overload (TIO), who had died from 
sepsis, was used. CMR was performed post-mortem. 
That study was the first to demonstrate that cardiac R2* 
is predominantly determined by CIC in patients with car-
diosiderosis. Determination of the relationship between 
R2* and CIC was based on comparison of regional vari-
ation in R2* with regional iron concentration in the 
heart. Accordingly, the range of CIC and R2* values were 
small, and the calibration curve was limited to a nar-
row range. In the study of Carpenter et al. [12], biopsies 
came from 12 human formalin-fixed hearts, gathered by 
international collaboration, from transfusion-dependent 
patients with end-stage heart failure following death or 
cardiac transplantation. Cardiac T2* was measured after 
slicing the formalin-fixed hearts.

In the study of Wood et  al. [11] the Mongolian gerbil 
model of TIO was used for calibration of cardiac T2*. The 
use of iron-loaded animals enabled in vivo measurement 
of cardiac T2*. Collectively, the 2 studies of Carpenter 
et al. [12] and Wood et al. [11] showed close correlations 
between cardiac T2* values and corresponding chemi-
cal CIC measurements in the cardiac septum, within 
the clinically relevant range of CIC, but slope difference 

between calibration curves was evident. Possible expla-
nations are the use of ex vivo scanning of fixed, human 
hearts in one, and in  vivo measurement of cardiac T2* 
in an animal model in the other study. Another possible 
explanation for the outcome of the Mongolian Gerbil 
study might be the hardware constraints, imposed by the 
use of a clinical CMR unit for scanning of small animals.

The main purpose of the present study was to per-
form a calibration of cardiac T2*, measured by in  vivo 
CMR, with chemical CIC measurements on EMBs from 
right ventricular septum taken in parallel. For this pur-
pose, we used a recently described  minipig  model of 
TIO, based on long-term parenteral dextran-iron load-
ing [21]. This model enables simultaneous follow up with 
multiply repeated EMBs and clinical CMR for measure-
ment of cardiac T2*. As sampling error may be an issue 
when using catheter biopsies for assessment of CIC, we 
also wanted to investigate, if better calibration of cardiac 
T2* is achieved by use of full-wall biopsy samples from 
cardiac septum, for chemical CIC measurement, taken 
immediately after euthanasia from the pig, after finished 
dextran-iron loading.

Material and methods
Animals, care and iron‑loading
This study includes data from 23 female Göttingen  min-
ipigs. They were obtained from the barrier unit at Elle-
gaard Göttingen miniswine A/S, Dalmose, Denmark. 
Animal facilities and principles of laboratory and animal 
care were as described earlier [21] and conformed to the 
requirements of the Danish Animal Experiments Inspec-
torate. The present study was approved by this institution 
(Approval no. 2013-15-2934-00038) (Figs. 1, 2, 3, 4, 5, 6, 
7, 8, 9).

The study comprised 2 groups of   minipigs: Group A 
contained 11   pigs, which were followed up with CMR 
for measurement of cardiac T2* and parallel EMBs with 
1–3 months intervals for up to 15 months. Ten of these  
pigs (no. 2 to 11) received weekly intramuscular dextran-
iron injection (Uniferon®, 200 mg Fe/ml, Pharmacosmos, 
Holbaek, Denmark) during follow up.  Pig 1 did not, serv-
ing as a control  pig. Group B contained 16  pigs, who had 
taken a full-wall biopsy from cardiac septum immediately 
after euthanasia after final CMR session for chemical 
assessment of CIC. Ten of these  pigs (no. 12 to 21) had 
been dextran-iron loaded from 7 to 21 months and 2 con-
trol  pigs (22 and 23) had not. Group B also included  pigs 
8, 9, 10 and 11 from group A, because full-wall biop-
sies from cardiac septum, immediately taken after final 
CMR, were also available from these  pigs. A timeline fig-
ure illustrates the dextran-iron dosing over time for the 
individual  pigs in group A and B and the time points of 
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simultaneous CMR and biopsy CMR sessions during fol-
low-up of the  pigs in group A (Fig. 1).

The age of the  pigs  at final investigation, when the full-
wall biopsy was taken, was from 9 to 22 months in group 
A and from 14 to 28 months in group B, respectively.

Several  pigs  in the present study had participated 
in a recently published study on the consequences of 
long-term dextran-iron loading [21]:  Pig 11 in group A 
(labeled as  pig 2 in that study) and  pigs 11 to 21 in group 
B (labeled as  pigs 2 to 6, 7 and 9 to 14 in that report).

Principles of iron loading were identical in both  
pig  groups. Intramuscular dextran-iron bolus injection 

was given weekly, and was dosed by body weight (BW), 
expressed as mg Fe/kg/week throughout the paper, refer-
ring to mg Fe/kg BW/week. One half of the dose was 
injected into each buttock. When exceeding 5  ml, the 
bolus was divided into 2 injections on each buttock. The 
applied doses in group A were 7.0, 7.5, 12.5, 25, 37.5, 
50, 75, 100 and 125  mg dextran iron/kg/week and one  
pig  received no iron loading. In group B, the  pigs  had 
been iron loaded by 5.0, 7.0, 7.5, 10, 15, 20, 35, 50, 75, 
100, 100, 125, 125 and 140 mg Fe/kg/week, respectively. 
In 2  pigs, the weekly bolus had been increased to 35 mg 
Fe/kg/week from 5 and 10  mg Fe/kg/week, respectively, 
after about 12  months of iron loading. Two  pigs  had 
not received iron loading. Adjustment of the dextran-
iron dose to BW was performed after each CMR/biopsy 
session. There was always one week between the last 
dextran-iron injection and the next tissue biopsy/CMR 
session. After completing the study, the animals were 
euthanized with an i.v. overdose of pentobarbiturate 
(Euthasol®, 400  mg/ml, Virbac, Denmark A/S, Kolding, 
Denmark).

Anaesthetization of the animals
Before each intramuscular injection of dextran iron, the 
pigs were anaesthetized with a single dose of tiletamin 

a

b

Fig. 1 Individual  pig timelines of dextran-iron dosing and 
timepoints of investigations. a Illustrates for each  pig in group A the 
weekly intramuscular dosing of dextran iron, given in mg Fe/kg BW/
week, the duration of iron loading in months and the timepoints of 
cardiovascular magnetic resonance (CMR) and of endomyocardial 
biopsies (EMB), performed at the end of the sessions. The dose of 
dextran iron in mg Fe/kg/ week was fixed in all  pigs during the whole 
follow-up, but the total weekly dose injected was adjusted to the 
body weight (BW) immediately after each CMR/biopsy session.  Pig 2, 
4, 6 and 7 died of biopsy complications, indicated by * (for details see 
the Results). b Illustrates the dextran-iron dosing and duration of iron 
loading of the  pigs in group B, comprising 16  pigs, who had taken a 
full-wall biopsy from the cardiac septum immediately after last CMR 
session followed by euthanasia. Group B also includes  pig 8 to 11 
from group A, who also had these biopsies taken after euthanasia. 
Principles of iron loading are identical in both groups, except in  
pig 13 and 14: The dextran-iron dose was increased from 5 and 10 mg 
Fe/g, respectively, to 35 mg/kg in both  pigs after about 12 months of 
iron loading

Fig. 2 Investigation of segmental and transmural myocardial iron 
distribution. The photograph shows a mid-myocardial cut slice 
from the formalin-fixed heart of  pig 8. The slice was cut into 6 
segments: Anteroseptal (1), inferolateral (2), inferior (3), inferoseptal 
(4), anterolateral (5) and anterior (6). Each segment was divided 
into an epicardial-, mesocardial and endocardial layer (as indicated 
for segment 3), leading to 18 tissue samples from each heart for 
chemical cardiac iron concentration (CIC) assessment. Epicardial 
layers of the right ventricular septum (segment 1 and 2) represent 
endocardium
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(Zoletin®0.2  ml/kg, Vibrac). Before CMR scan and 
invasive procedures with biopsies, the  pigs were anaes-
thetized with repeated doses of tiletamin. The tra-
chea was intubated with a 6.5 mm cuffed endotracheal 
tube. Before breath-hold during the T2* investigation 
general anesthesia was achieved by addition of 1.2% 

sevoflourane (Sevoflourane®, 1 ml/ml, Baxter, Soeborg, 
Denmark). A dedicated CMR-compatible respirator 
(Servo ventilator 900c, Siemens, Erlangen, Germany) 
maintained artificial ventilation  (N20:O2 mixture was 
2:1) between breath-holds during CMR.

Fig. 3 Color microphotograph of iron stains of sections from cardiac septum during iron loading. Light photomicrographs of endomyocardial 
right-ventricular catheter-biopsy sections taken during follow up of iron-dextran loading in  pig 8, having received weekly, intramuscular 
dextran-iron injections, corresponding to 100 mg Fe/kg, for 15 months. Sections were stained using Perls’ Prussian blue reaction to demonstrate 
intracellular iron. Upper left corner in each panel indicates the month of iron loading when the biopsy was taken (left value) and contemporary 
chemical cardiac iron concentration (CIC) in mg/g (right value). Scale bar is 80 µm
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Sampling and procession of EMBs
Right ventricular biopsies were always taken after fin-
ished CMR examination. First, under general anesthesia, 
a central venous catheter (Avanti + 8F, Cordis Corpora-
tion, Miami Lakes, Florida, USA) was inserted surgically 
into the external jugular vein. Myocardial biopsies (6 to 
8 fragments in each biopsy session) were taken x-ray-
guided by a trained cardiologist with a 7F bioptome 
(Cordis® Corporation), inserted via the jugular vein to 
the ventricular septum.  Pigs 5–10 from group A, and all 
group B  pigs received a bolus injection of 150 mg ami-
odarone (Cordarone®, Sanofi Winthrop Industries, Paris, 
France) before biopsy sampling to prevent arrhythmic 
episodes.

For assessment of chemical tissue iron, 2 to 3 biopsies 
were immediately transferred to two 1.5  ml Eppendorf 
tubes® containing RNAlater®. The tubes were stored 
at room temperature for one day. Next day the biopsies 
were transferred to -200C for long-term storage. Storing 
of biopsies in RNAlater® was chosen to have the possi-
bility for later gene expression studies on left over biopsy 
material. CIC was determined by ICP-OES (see below). 
For later histological examination 2 further biopsies were 
transferred to another 1.5  ml Eppendorf tube® (Eppen-
dorf AG, Hamburg, Germany) containing 4% formalin 
solution.

Sampling and procession of post‑mortem full‑wall biopsies 
from cardiac septum
Post-mortem biopsies were taken from the last 4  pigs (8, 
9, 10 and 11) entering the present study (group A). As 
had been performed in   pigs  in group B, full-wall biop-
sies were taken immediately after euthanasia from car-
diac septum. For this purpose, we either used a knife, or 
biopsy needle Bard® Biopsy-Cut® (14 g × 160 mm, Bard, 
Covington, Georgia, USA). Biopsies were immediately 
transferred to a 1.5 ml Eppendorf tube® (Eppendorf AG) 
containing 0.9% isotonic sodium chloride solution for 
rinsing for blood. Afterwards the biopsy was dried on 
blotter paper and thereafter transferred to a dry 1.5  ml 
Eppendorf tube® for storage at − 80 °C. Biopsies for his-
tological examination were transferred to another 1.5 ml 
Eppendorf tube® containing 4% formalin solution.

Segmental analysis of the distribution of CIC
Immediately after euthanasia, full-wall biopsies were 
taken from the ventricular septum of the excised 
heart. Afterwards the heart was stored in a plastic 
container containing a 10% neutral buffered formalin 
solution. Duration of storage was from 1 to 3  years. 

a

b

Fig. 4 Simultaneous follow up of cardiac R2* and chemical CIC 
by EMBs during iron loading. Cardiac T2* (a) and chemical CIC (b) 
were followed up with 1–3 months intervals during dextran-iron 
loading in 11  minipigs for up to 15 months.   Pigs 2, 4, 6, 7 died due 
to biopsy-related complications after 6.5, 5, 2 and 2 months of iron 
loading, respectively. In pig 4, parallel 5-months results of CIC and 
R2* were not available. Chemical CIC was assessed by ICP in EMBs,  
taken from cardiac septum in connection to the CMR sessions. For 
each  pig, the weekly applied dextran-iron dose is indicated within 
the figure label as mg/kg/BW

Fig. 5 Calibration of cardiac R2* with CIC assessed in EMBs. The 
figure displays the relationship of cardiac R2* (= 1/T2*) to CIC. 
Non-parametric regression analysis (Passing and Bablok) led to the 
calibration equation [CIC] = (R2* − 17.16/41.12 with CIC in mg/g DW 
and R2* in Hz. The total number of parallel cardiac R2* and chemical 
CIC measurements was 55. Solid line is the regression line and dotted 
lines display its confidence interval. ULN for cardiac R2* is 28.18 Hz 
and ULN for CIC 0.31 mg Fe/g DW
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a

c

Fig. 6 Calibration of cardiac T2* with full-wall biopsies. Full-wall 
biopsies were  taken from cardiac septum (anteroseptal region) 
from 16  minipigs for assessment of chemical CIC by ICP. Biopsies 
were taken immediately after final CMR session, performed 
after completed iron loading. Fourteen of the 16  pigs had been 
dextran-iron loaded from 10.5 to 22 months by weekly intramuscular 
dextran-iron injections, and 2 had not (control  pig). Weekly 
dextran-iron dose was from 5 to 140 mg Fe/kg BW. a Displays the 
relationship of cardiac R2* to chemical CIC, investigated by classical 
linear regression analysis, leading to the calibration equation 
[CIC] = (R2* −  17.19)/31.82 with CIC in mg/g DW and R2* in Hz. In 
b non-parametric regression analysis was used (Passing and Bablok), 
leading to the calibration equation [CIC] = (R2* − 16.71)/31.33. Solid 
lines represent the regression lines and dotted lines display their 
confidence interval. c Displays the same data as in panel A and B, but 
the individual cardiac R2* measurements are given with error bars 
(mean of triplicate measurements ± SD)

From 11  pigs  (7, 8, 12, 13, 14, 16, 17, 18, 19, 20, 21), 
the formalin-fixed hearts were available for segmen-
tal analysis of CIC. Prior to chemical assessment of 
CIC, excess formalin was removed. A mid-ventricular 
slice was cut from the heart and the epicardial fat was 
removed. Afterwards the slice was cut into 6 segments: 

Anteroseptal (1), inferolateral (2), inferior (3), infer-
oseptal (4), anterolateral (5) and anterior (6) (Fig.  2). 
Each segment comprised the full myocardial wall. Each 
section was divided into an epicardial-, mesocardial 
and endocardial layer, leading to 18 samples from each 
heart for assessment of the segmental, chemical CIC.

Chemical assessment of cardiac tissue iron concentration
Before measuring the tissue iron concentration, given 
as mg/g dry weight (DW), the biopsy was dried at 
95  °C for 3  days. Immediately afterwards the biopsy 
was weighed. The sample weight was between 0.24 and 
1.88 mg for EMBs, and between 4 and 170 mg for post-
mortem full-wall biopsies taken from cardiac septum. 
A detailed description of the subsequent microwave-
assisted acid digestion of the samples, followed by 
elemental analysis of the digested samples, using induc-
tively coupled plasma-optical emission spectroscopy 
(ICP-OES) has been given earlier [21]. Three analytical 
wavelengths were selected for determination of iron 
(238.204, 239.562 and 259.940  nm) and 2 wavelengths 
were selected for sulfur (180.731 and 182.034 nm). For 
analytical quality control, bovine liver (NIST 1577b) 
standard reference material was digested and analyzed 
together with the samples. The recovery was within 
the confidence interval of the consensus values of each 
element. Correction of chemical CIC values for RNAl-
ater® content was achieved by subtracting the weight 
of the RNAlater® content in the biopsy from the biopsy 
weight, before calculation of the iron concentration. 
The RNAlater® content ((NH4)2SO4) was calculated as 
sulfur concentration x biopsy weight × 4.12 (molecule-
weight ratio between  (NH4)2SO4 (132.14  g/mol) and 
sulfur (32.06 g/mol).

▸
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Histological examination of myocardial biopsy sections
Immediately after sampling, myocardial biopsies were 
formalin fixed, and thereafter paraffin embedded. Then 
3–4 µm sections were cut from the blocks. Then, rou-
tine staining with Perls’ Prussian blue reaction was 
undertaken to assess histology and iron deposition in 
particular.

CMR examinations for assessment of cardiac T2*
All CMR scans were performed on a clinical 1.5 T CMR 
scanner (Discovery 450; General Electric Healthcare, 
Waukesha, Wisconsin, USA) at the Department of 

Radiology, Aalborg University Hospital, Denmark. The 
software package of the scanner was version 24. Cardiac 
T2* was measured by use of a breath-hold, fast gradi-
ent multi-echo sequence  supplied by General  Electric 
Healthcare). Coil configuration: GE 8 channel HD car-
diac phased array. Scan timing: Flip angle  250, TE 1.0 to 
14.7 ms, sampling bandwidth ± 125.0 Hz per pixel. Car-
diac electrocardiogram (ECG)-triggered gating was used. 
Scan range: Field of view 36.0 cm, slice thickness 8.0 mm, 
spacing 0.0  mm and scan matrix 128 × 128 pixels. For 
calculation of the cardiac T2* the StarMap analysis tool 
(supplied by GE) was used. For this purpose, a region 

a

b
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i

Fig. 7 Comparison of chemical CIC measurements with T2*-based CIC estimates using 3 different calibration curves. a–c Display the relationship 
between CIC values, assessed chemically by use of post-mortem full-wall biopsies from cardiac septum (independent variable) and the 
corresponding CIC values predicted by the T2* method (dependent variable) using different calibration curves. In a, CIC values were predicted 
by the calibration curve obtained by use of EMBs for chemical assessment of CIC. In b, the predicted CIC values were calculated by use of the 
calibration curve from Carpenter et al. [12], based on a study on formalin-fixed hearts from TM patients with transfusion iron overload (TIO). In c, 
the calibration curve from Wood et al. [11] was used, based on dextran-iron loaded Mongolian gerbils. For details see the Results.  Fat, dotted lines 
represent lines of equality. d–f display the agreement between CIC, assessed by use of post-mortem full-wall biopsies, and by CIC values predicted 
by use of the calibration curve coming from EMBs (d), from Carpenter et al. [12] (e) and from Wood et al. [11] (f). Agreement is assessed by Bland–
Altman plots of the mean of 2 methods (x-axis), plotted against their difference (y-axis). The difference is given as absolute figures in mg Fe/g (d, f) 
and as percentages (g–i). The plots display the bias line (solid line), the 95% confidence lines around the bias, and the 95% confidence lines around 
the mean difference % (both are dotted lines). For details see the Results. Pred. CIC = predicted CIC. FWB = full-wall biopsies
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Fig. 8 Segmental and transmural distribution of myocardial iron. One mid-myocardial slice was cut from formalin-fixed dextran iron-loaded 
hearts. Formalin-fixed hearts were available from 11 pigs (7, 8, 12, 13, 14, 16, 17, 18, 19, 20, and 21). The slice was cut into 6 segments: Anteroseptal 
(1), inferolateral (2), inferior (3), inferoseptal (4), anterolateral (5) and anterior (6). Each section was divided into an epicardial-, mesocardial and 
endocardial layer, leading to 18 samples from each heart for assessment of chemical CIC (for details see Fig. 2 and the Results). a to f display 
segmental and transmural CIC values for each  pig. g to l display the corresponding mean CIC levels of all 11  pigs for each of the 18 different 
samples given in mg Fe/g. Significant differences are indicated by horizontal bars and p-values. Label panel gives weekly dextran-iron dose for 
each  pig in mg Fe/kg BW
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of interest (ROI) was drawn that encompassed both the 
endocardial- and epicardial borders of the interventricu-
lar septum. All cardiac T2* measurements were per-
formed in triplicate by choosing three separate ROIs to 
analyze. The average of these replicated measurements is 
given.

Statistics
Group means (± standard deviation (SD)) were calcu-
lated for all relevant variables. Upper limits of normal 
(ULN) are calculated as mean + (2 × SD). Follow-up 
data is presented by the use of line graphs. Relationships 
between 2 variables are demonstrated by scatter plots. 
Investigation for normal distribution was tested by the 
Anderson–Darling test. The strength of the relationship 
between chemical CIC and cardiac T2* was estimated by 
calculating the coefficient of determination  (R2) in nor-
mally distributed data, and by calculating the Spearman 
rank correlation, if data were not normally distributed. 
Curve fitting was performed by using classical linear 

regression analysis (least squares approach), if the data 
were normally distributed. In case of non-normality of 
data, non-parametric regression analysis was used (Pass-
ing and Bablok). The Cusum test for linearity was used to 
test the applicability of the Passing and Bablok method. 
Method comparison was performed by using the Bland–
Altman plot.

Variation in CIC between 6 myocardial segments 
and 3 transmural layers within one mid-myocardial cut 
slice was investigated by a nested mixed effect model. 
To estimate the overall effect of segment and layer, we 
formulated a nested mixed effects model with CIC as 
dependent and layer and segment as fixed effects.   Pig 
and segment nested under  pig were included as random 
effects. The standard deviation of the difference in per-
centage between  layers were calculated by the Statistical 
Delta Method.

To estimate the overall effect of layers within seg-
ments, we formulated a nested mixed effects model 
with CIC as dependent and layer nested under segment 
as fixed effect. Swine and segment nested under swine 
were included as random effects. Wald’s tests are used to 
calculate the P-values for test of no difference between 
layers. The statistical programming language R, version 
4.0.2 and the R-package lme4 were used to estimate the 
nested mixed effect models.

A value of P < 0.05 was used to define a significant 
difference.

Spearman rank correlation analysis, Bland–Altman 
analysis, Passing-Bablok regression analysis, Anderson–
Darling test, Cusum test and Wilcoxon’s paired, signed 
rank test were performed by use of XLSTAT, Live Science 
for MAC (version 2020. 4.1, Addinsoft, Paris, FR). Other 
statistical analyses and data handling was performed 
using StatView (version 5.0 for MAC 1992–1998 SAS 
Institute Inc., Cary, North Carolina, USA).

Results
Eleven  pigs (group A) were followed with EMBs and par-
allel CMR for measurement of cardiac T2* within the car-
diac septum, repeated with 1–3 months intervals, during 
iron loading with dextran-iron for up to 15 months. One 
of these  pigs participated in the follow up without iron 
loading. For each  pig, the dextran-iron dosing over time, 
time points of simultaneous CMR and biopsy CMR ses-
sions during follow-up, and time of deaths and of eutha-
nasia are illustrated in Fig. 1a.

The accumulated body iron load after ended loading 
ranged from 9 to 244 g, reflecting 36 to 967 blood units (1 
blood unit = 250 mg Fe), respectively. The  pigs remained 
healthy, and did not develop signs of cardiac disease, 
such as dyspnea or edema. One  pig (no. 2) died shortly 
after a liver biopsy due to bleeding complications after 

a

b

c

Fig. 9 Individual segmental iron distribution investigated in 3 
myocardial layers. The individual CIC values are displayed in cell line 
graphs for the endocardial (a), mesocardial (b) and the epicardial 
layer (c) for 6 different segmental myocardial regions: Anteroseptal 
(1), inferolateral (2), inferior (3), inferoseptal (4), anterolateral (5) and 
anterior (6). CIC values are given as mg Fe/g DW. Label panel gives 
weekly dextran-iron dose for each  pig in mg Fe/g BW
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6.5 months of iron loading. Three  pigs (4, 6, 7) died from 
complications to the EMB.  Pig 4 died of cardiac arrest, 
preceded by ventricular arrhythmia, after 5  months of 
iron loading. For this reason, we started using an ami-
odarone bolus injection, given 10  min before cardiac 
biopsy sampling, which prevented further arrhythmic 
events throughout the study.  Pigs  6 and 7 died from 
heart tamponade developed under the cardiac biopsy 
sampling at 2-months follow up.

Figure  3 shows a photomicrograph, illustrating the 
developing cardiosiderosis in the cardiac septum dur-
ing iron loading, for  pig 8, which had been dextran-iron 
loaded weekly by 100 mg Fe/kg for 15 months and had 
accumulated the largest body iron load of 244 g iron of 
all   pigs within group A. Already after 2.4  months of 
iron loading, the first few, tiny iron aggregates were vis-
ible in the biopsy section, while chemical CIC was still 
normal. The most marked increase in iron deposition 
was seen after 6.7  months, when CIC had increased 
to 1.43  mg/g. The cardiac iron staining showed more 
numerous and larger iron aggregates. During further 
iron loading, CIC seemed to plateau around the level 
already reached after 6.7 months. Despite this, coalesc-
ing to larger iron aggregates was evident, causing more 
inhomogeneous iron distribution. After completion 
of iron loading the CIC was increased by 7 times (to 
1.31 mg/g).

Figure  4 shows parallel follow-up data of chemical 
CIC and cardiac R2* (= 1/T2*) from the 11  pigs (group 
A). The total number of CMR examinations was 60. At 
five examinations, the catheter biopsy was not taken 
for various practical reasons, leaving 55 parallel biopsy/
CMR investigations. Seven  pigs contributed with 5 to 8 
CMR examinations, and 4  pigs with 2 to 4 examinations. 
Before start of iron loading, mean R2* for all 11  pigs was 
25.00 ± 1.60 (SD) Hz, giving an ULN of 28.18 Hz. Mean 
CIC, expressed in mg/g DW, was 0.15 ± 0.079 (SD), ULN 
of 0.31 mg/g. When comparing changes in R2* (Fig. 4a) 
and in CIC (Fig. 4b) during iron loading, the overall pat-
tern of changes was similar:  Pigs, loaded weekly by less 
than 37.5 mg/kg iron and the control  pig  (no. 1), had R2* 
and CIC values that remained below ULN, or were only 
slightly elevated, but still very near the ULN during the 
whole follow-up period.

Pigs 5, 8, 9 and 11, which had received 50, 100,125 and 
75  mg Fe/g BW, respectively, had already raised R2* at 
first follow up after start of iron loading, and remained 
so throughout the study, while CIC still was below ULN, 
except   pig 11. CIC was first elevated at next follow up 
and remained so until study end (except one measure-
ment in   pig 5). Despite a similar pattern in change of 
R2* and CIC during iron loading, considerable individual 
fluctuation and disagreement between curves is evident.

In order to obtain a calibration curve, we investigated 
the relationship of R2* to CIC (Fig. 5). As the cardiac R2* 
data and CIC data had been collected as repeated meas-
urements in the same 11   pigs, the individual measure-
ments were not independent. Therefore, the assumptions 
for using classical linear regression and calculation of the 
coefficient of determination were not fulfilled. Instead, 
non-parametric regression analysis was used (Passing 
and Bablok), requiring a linear relationship. The Cusum 
test of linearity indicated a linear relationship (P > 0.05). 
A slope of 41.1 (95% CI 32.5–57.9) and an intercept of 
17.2 (95% CI 13.24–19.6) was found. However, marked 
scatter of data points around the regression line was evi-
dent, leading to wide confidence intervals around slope 
and intercept. Despite this scatter, a close correlation 
between cardiac R2* and CIC was found (Spearman cor-
relation coefficient rho = 0.72, P < 0.001).

We suspected that the marked spread of data points 
might be due to variation in CIC, caused by sampling 
error when taking EMBs. Therefore, we investigated, 
if measurements of chemical CIC in full-wall biopsies 
from cardiac septum, taken immediately after euthanasia, 
in connection with the last CMR session, would give a 
stronger relationship of cardiac R2* to CIC. Such biopsies 
were available from 16 dextran-iron loaded  pigs (group 
B). Dosing over time and duration of dextran-iron load-
ing of each  pig  is illustrated in Fig.  1b. This relation-
ship was indeed much stronger  (R2 = 0.98, P < 0.001) and 
the Spearman rank test indicated a closer correlation 
(rho = 0.95, P < 0.001).

When assessing the calibration curve (Fig. 6), we used 
classical linear regression analysis due to normal distri-
bution of the samples (Anderson–Darling test), but also 
non-parametric regression analysis (Passing and Bablok), 
in order to enable a comparison with the EMB-based 
curve, assessed by non-parametric analysis. The curve, 
obtained by classical linear regression, had a slope of 
31.8 (95% CI 29.1–34.6) and an intercept of 17.2 (95% 
CI 14.3–20.2). Slope and intercept, obtained by non-
parametric regression analysis, were not significantly dif-
ferent: slope 31.3 (95% CI 28.2–35.6) and intercept 16.7 
(95% CI 14.8–19.7).

Figure 6c displays the same data as in panel a and b, but 
the individual cardiac R2* measurements are given with 
error bars (mean of triplicate measurements ± SD). It is 
obvious that the variation in R2* values increases with 
increasing CIC.

Figure  7 shows a comparison of the relationships of 
CIC values, assessed chemically from full-wall septum 
biopsies, to CIC estimates, predicted by using differ-
ent calibration curves, investigated by non-parametric 
regression analysis. Figure  7a shows the relationship 
between chemically measured CIC values and CIC 
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estimates, predicted by use of the EMB-based calibration 
curve. The regression line had a slope of 0.72 (95% CI 
0.65–0.81) and an intercept of − 0.005 (95% CI − 0.05 to 
(− 0.07)), which was significantly different from the line 
of equality. In Fig. 7b, the predicted CIC estimates were 
calculated by use of the calibration curve from Carpen-
ter et  al. [12], using the equation [Fe] = 45 × (T2*)−1.22, 
and in Fig. 7c by the calibration curve from Wood et al. 
[11], derived from Fig. 3 in that publication ([Fe] = (R2* 
− 20)/25.4). Although the CIC estimates, predicted by 
the last 2 mentioned calibration curves, are close to the 
line of equality, the slopes of both curves were signifi-
cantly different from the line of equality. The slope for 
Wood et al. [11] was 1.23 (95% CI 1.10–1.37) and for Car-
penter et al. [12] 0.87 (95% CI 0.76–0.96). The respective 
intercepts were -0.013 (95% CI − 0.20 to (− 0.007)) and 
0.27 (95% CI 0.24–0.35).

The deviation of these 3 regression lines from the line 
of equality suggested bias between the methods. There-
fore, we assessed the bias and also the limits of agreement 
for the 3 different methods, by comparison with chemical 
CIC measurements from septal full-wall biopsies, consid-
ered as our gold standard, by use of Bland–Altman plots 
(Fig. 7d–i).

All 3 methods showed a significant bias. The small-
est bias of 0.11  mg Fe/g (95% CI 0–0.22  mg Fe/g) was 
found for the calibration from Wood et  al. [11], corre-
sponding to 3.2% (95% CI − 10.4 to 16.7%). The bias was 
0.18 mg Fe/g (95% CI 0.11–0.24 mg Fe/g) for the calibra-
tion from Carpenter et  al. [12], corresponding to 34.1% 
(95% CI 15.8–52.4%) and for the EMB-based calibration 
− 0.20 mg Fe/g (95% CI − 0.28 to (− 0.11) mg Fe/g), cor-
responding to − 23.2%, (95% CI − 33.3 to − 13.2%). The 
respective limits of agreement for differences were from 
− 46.7 to 53.0%, from − 33.2 to 101.4% and from − 60.3 to 
13.8%. Inspection of the Bland–Altman plots revealed the 
largest percentage differences around the normal range 
of CIC (ULN of 0.31  mg/g), indicating lowest method 
agreement within this CIC range for all 3 methods. We 
therefore repeated the method comparison after exclu-
sion of the 5 pigs with the lowest CIC (< 0.4  mg Fe/g). 
This procedure increased the bias for the EMB-based 
method slightly, from − 23.2 to − 28.8%, but its confi-
dence interval decreased (CI − 35.1 to (− 22.5%)). For the 
calibration from Carpenter et al. [12], the bias decreased 
from 34.1 to 13.6%, and had a much smaller confidence 
interval (CI 4.8–22.6%). The bias for the calibration from 
Wood et al. [11] increased from 3.2 to 7.7% (CI − 24.4 to 
36.7). The limits of agreement indicated better method 
agreement for all 3 methods: − 47.3 to − 10.4%, − 12.5 to 
39.7% and − 24.4 to 36.7%, respectively.

Finally, we investigated the regional and transmural 
variation in CIC between different myocardial segments 

by assessing the CIC in 3 transmural layers (epi-, meso-, 
and endocardial) in 6 different segments (anteroseptal 
(1), inferoseptal (2), inferior (3), inferolateral (4), ante-
rolateral (5) and anterior (6)) in one mid-myocardial cut 
slice. CICs were compared by use of a nested mixed effect 
model. We found a gradient of iron in the transmural lay-
ers within the mid-myocardial slice: The CIC was lowest 
in the mesocardial layer. Within the endocardial layer, 
CIC was 9.3 ± 3.8% higher (P = 0.015) and within the epi-
cardial layer 19.1 ± 3.5% higher (P < 0.001) than within 
the mesocardial layer. Moreover, CIC within the epicar-
dial layer was 12.1 ± 3.5% higher (P = 0.007) than within 
the endocardial layer.

We found no significant differences in CIC between 
the 6 myocardial segments. When comparing CIC within 
the 3 transmural layers between the 6 segments (Fig. 8), a 
the same pattern of a lower mesocardial CIC than endo- 
and epicardial CIC became evident: Thus, mesocardial 
CIC was significantly lower than epicardial CIC in all 
segments apart from the anterolateral and anterior seg-
ment, and was lower than the endocardial CIC within the 
inferoseptal segment. The largest significant difference 
was found in the inferoseptal segment, where mean CIC 
in the mesocardial layer was 26.5% lower than in the epi-
cardial layer (P < 0.001). A significantly higher CIC within 
the epicardial than the endocardial layer was only found 
within the inferolateral region (19.2%, (P = 0.007). It is 
evident from panel A to F in Fig. 8, that transmural differ-
ences in CIC were absent at normal and slightly elevated 
CIC values.

Figure  9 illustrates the segmental variation in CIC 
for each transmural layer for each  pig. By inspection it 
is obvious, that this variation increases with increas-
ing myocardial iron load in all 3 layers and is most pro-
nounced in the most heavily iron-loaded   pig (no. 17), 
having received a dose of 140  mg Fe/kg. This  pig  had 
markedly higher CIC in the infero- and anterolateral 
segment than in the 2 septal segments. This variation 
in segmental and transmural myocardial iron distribu-
tion suggested, that a biopsy from the myocardial sep-
tum may underestimate the global myocardial iron load 
of the heart increasingly with increasing myocardial iron 
load. We therefore investigated the relationship between 
the CIC, assessed within the anteroseptal segment, and 
the mean CIC of the other 5 segments of the whole mid-
ventricular slice, after calculation of the mean CIC of the 
3 transmural layers for each segment. Linear regression 
(Passing and Bablok) showed a slope, indistinguishable 
from 1 (1.12, 95% CI 0.92–1.66) and an intercept indis-
tinguishable from 0 (− 0.14, 95% CI − 0.70 to 0.02), data 
not shown. The Bland–Altman plot revealed a small bias 
of 0.4% (95% CI − 17.9 to 18.7). Thus, the septal CIC 
appeared sufficiently representative of the global CIC, at 
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least within the mid-myocardial slice, despite segmental 
and transmural variation in myocardial iron distribution.

Discussion
This is the first report on an in  vivo follow-up study of 
chemically assessed CIC during iron loading in an animal 
model. Such follow-up studies in humans do not exist. 
Animal follow-up studies of the CIC during iron loading 
by repeated EMBs are not possible in small-animal mod-
els due to the small size of the heart. In contrast, the Göt-
tingen  minipig has a heart-to-body weight ratio similar 
to humans, and also cardiac anatomy, metabolism and 
electrophysiology is comparable to humans [22].

The heart size allows repeated biopsies from the heart 
and therefore enables the use of the same animal as its 
own control. The Göttingen  minipig  has been recently 
described as a large-animal model of TIO [21].  Mini-
pigs are increasingly recognized as a suitable non-rodent 
model and are with increasing frequency used in cardio-
vascular research, since their anatomic and physiologic 
similarities to humans favor their use [23].

In the present study, we used follow-up of a small 
cohort of  minipigs  by EMB from right cardiac septum 
during iron loading with dextran iron, in order to get 
access to iron-loaded myocardial tissue biopsies for 
chemical assessment of CIC, to be used for calibration of 
cardiac T2* values, measured in parallel.

The EMB can have serious complications, wherefore it 
is not used routinely in humans for monitoring cardiac 
iron. During follow up of 11 pigs, in the present study, 3  
pigs died from complications to the EMB, one due to car-
diac arrhythmia and the other two to cardiac perforation 
with tamponade. Compared to the number of performed 
biopsies (N = 55), the total percentage of fatal biopsies 
was 6%, and the risk of cardiac tamponade was 4%. This 
complication rate is higher than observed in a recent, 
large retrospective study on 175 heart transplanted 
patients who had 2117 biopsies taken, demonstrating 
an overall complication rate of only 0.7%, including one 
patient with cardiac tamponade [24]. In another, earlier, 
prospective study, including 546 EMB sessions, an over-
all complication rate of 6% was found [25]. This study 
included patients with a serious cardiac state and a high 
average number of collected specimens (6 ± 2 fragments). 
In the present study we usually sampled 6 to 8 fragments 
in each biopsy session, in order to get sufficient tissue for 
CIC assessment and other examinations, which might 
explain the apparently high frequency of cardiac tam-
ponade. Development of cardiac arrhythmias, including 
ventricular fibrillation with little provocation, is a recog-
nized problem in  pigs  [23]. For this reason, we started 
using prophylactic amiodarone injection before cath-
eter biopsy, after having lost one  pig due to ventricular 

fibrillation during biopsy sampling. This approach pre-
vented further arrhythmic episodes.

The main goal of the present study was, by use of the  
minipig  model of TIO, to construct a calibration curve 
from CIC values, measured chemically from serial EMBs, 
and from parallel cardiac T2* measurements. Our study 
shows that this is possible during iron loading in  mini-
pigs, receiving different dextran-iron loading rates. 
Spread of CIC values within the range of CIC values, 
intended to be calibrated, was obtained by investigating 
the pig at different timepoints during iron loading, in the 
present study up to 8 times. By using this approach, a 
calibration curve could be achieved, despite keeping the 
number of investigated animals small. This is in contrast 
to small-animal models, e.g. the Mongolian gerbil, where 
each animal only can be investigated once because it has 
to be euthanized before biopsy sampling.

Cardiac R2* was strongly, linearly correlated with CIC, 
leading to [CIC] = (R2* − 17.16)/41.12 for the calibration 
equation with CIC in mg/g DW and R2* in Hz. The rela-
tionship, demonstrated between CIC and cardiac R2*, 
was closer than it might be expected, when acknowledg-
ing that the EMB has been described as unreliable for 
measuring cardiac iron, due to large sampling variation 
[5, 6]. Although the EMB sampling is X-ray guided, it is 
somewhat blind, and may lead to accidental sampling 
from structures containing less or no iron deposits. Acci-
dental sampling outside the right ventricular septum may 
also affect the measured CIC due to a possible regional 
variation of iron deposits, as observed in human iron-
loaded hearts [5, 12, 20, 26, 27]. Also, biopsies, sampled 
from the right ventricular septum, may contain different 
amounts of connective tissue from the subendocardial 
layer, and especially very small biopsies may be expected 
to contain less or no iron at all. Moreover, a transmural 
iron gradient in the septum, with lesser iron deposits in 
the endocardial than the mesocardial part of the septum, 
as demonstrated in iron-loaded human hearts [12, 28], 
may contribute to larger variation in CIC values, caused 
by variation in depths when sampling biopsies from the 
septal wall by the catheter, compared to post-mortem 
full-wall biopsies.

As expected, we found, that EMB-based CIC measure-
ments had lower levels than CIC measurements from 
full-wall biopsies. We found a significant bias of around 
− 23%, leading to a systematic underestimation of the 
septal CIC when using EMB.

In order to explain this difference, we re-analyzed the 
CIC in hearts from 11 pigs, that had been stored in for-
malin after sampling the full-wall biopsies and performed 
differential measurements of endo- meso- and epicar-
dial CIC in a mid-myocardial cut slice. In contrast to our 
expectations, CIC within the endomyocardial layer of the 



Page 13 of 16Jensen et al. J Cardiovasc Magn Reson           (2021) 23:27  

right ventricular septum was not significantly lower than 
within the other 2 layers. This finding suggests that the 
lower CIC in EMB-based measurements is likely to be 
a consequence of a proportionally larger content of less 
iron-containing connective tissue from the subendocar-
dial layer in EMB than in full-wall biopsies.

An underestimation of the septal iron concentration by 
EMB may also explain, why parallel follow up of cardiac 
T2* and chemical CIC during dextran-iron loading of the 
miniswine revealed that R2* in cardiac septum increased 
before CIC. This finding suggests that the endocar-
dial layer of the right ventricular cardiac septum, that is 
accessible by the catheter biopsy, is iron loaded later than 
the remaining part. Therefore, measurement of cardiac 
T2* should be more sensitive for diagnosing early cardio-
siderosis than EMB.

Our finding of a much closer relationship, when using 
the larger full-wall biopsies, instead of EMBs, supports 
the notion that small sample size and sampling error is an 
important issue when assessing CIC from EMBs. There-
fore, when using EMB for assessment of cardiac iron, 
either in the clinical setting or in future calibration stud-
ies of CMR-derived iron estimates, this risk of sampling 
error should be taken into account.

A transmural iron gradient, as in the present study, has 
also been observed in the left ventricular myocardium 
in the study of Carpenter et al. [12] on 12 severely iron-
loaded human hearts: In the most heavily iron-loaded 
heart, the CIC was highest in the epicardial layer, inter-
mediate in the endocardial and lowest in the mesocardial 
layer, while in all other hearts, at mean, the epicardial 
CIC was significantly higher than the endocardial, and 
the mesocardial was not significantly different from the 
other 2 layers. In contrast, in our iron-loaded   pigs, a 
significantly higher CIC within the epicardial, than the 
endocardial, was only seen in the inferolateral region, 
while a lowest iron level within the mesocardium was 
seen in all segments, except the anterior and anterolateral 
segment. Thus,  minipigs also develop uneven transmural 
iron distribution during dextran-iron loading, similar to 
the findings in human iron-loaded hearts caused by TIO, 
but the uneven distribution appears to develop at lower 
myocardial iron levels in the  minipigs hearts  than in 
human hearts. The reason for the transmural gradient is 
unknown.

The linear correlation between R2* and CIC was very 
strong when using full-wall biopsies  (R2 = 0.98). The rela-
tionship was even stronger than in the study of Carpen-
ter et al. [12]  (R2 = 0.91) and in that of Wood et al. [11] 
 (R2 = 0.94), although the range of CIC values (independ-
ent variable) was larger in both studies, favoring a large 
 R2 value. The use of fresh cardiac tissue, biopsy sampling 
without sampling error, lack of motion artefacts due to 

anaesthetization of the animal are some of other possible 
explanations for the stronger relationship.

Visually judged, the calibration curve of Carpenter 
et al. [12] was very close to the line of equality. However, 
when comparing CIC values, predicted by that calibra-
tion curve, with measurements from full-wall septum 
biopsies from the miniswine, the slope was significantly 
different from the line of equality, and there was a signifi-
cant bias of 34.11% (13.61% after exclusion of swine with 
CIC around the normal range). As the calibration curve 
from Carpenter et  al. [12] is based on human hearts, 
and our calibration curve comes from  minipig  hearts, 
the bias prohibits the use of the pig  -derived calibra-
tion curve for direct translation of human cardiac R2* 
values to CIC estimates. The bias should be subtracted. 
Alternatively, the equation from Fig.  7b, CIC (Carpen-
ter) = 0.27 + 0.87CIC (minipigs), obtained from regres-
sion analysis of the CIC estimates, predicted by use of 
the calibration curve from Carpenter et al. [12], on CIC 
measurements from porcine full-wall septum biopsies, 
might be an applicable correction equation. The use of 
the corrected pig-derived calibration should, however, be 
restricted to cardiac R2* values outside the normal range, 
due to poor method agreement around the normal range. 
The reason for the poor method agreement around the 
normal CIC range is unclear. The studies of Carpenter 
et al. [10] and Wood et al. [11] did not include this CIC 
range. In an earlier study, we found that mean myocar-
dial R2* in the unloaded  minipigs  (25.98 ± 1.60  Hz) 
is very near the findings in normal human hearts 
(27.5 ± 1.5  Hz, [29], as well as ULN of chemical CIC in 
the unloaded  minipigs (0.31 mg/g DW) is also near that 
in humans (0.47 mg/g DW [30].

This conformity of cardiac T2* and CIC in normal 
humans and normal  minipigs on one hand, and the find-
ing of a systematic, but correctable difference between 
CIC estimates, based on the calibration from human 
hearts (Carpenter et  al. [12]), and chemically CIC val-
ues obtained from full-wall biopsies from the iron-
loaded  pig hearts, suggest that the bias is a consequence 
of different effects of myocardial iron loading on myocar-
dial R2* in the  pig hearts and the human heart. Iron dep-
osition in the myocardium during iron loading, caused by 
blood transfusions, is different than by iron loading with 
intramuscular dextran-iron treatment. Thus, in the  mini-
pig  model, cardiac iron loading is predominantly in the 
myocardial RE cells, and iron loading within myocytes is 
only seen at high rates of iron loading [21]. This pattern 
of cardiac iron loading is also described in dextran-iron 
loaded rodents [31]. In contrast, e.g. in patients with tha-
lassaemia major with TIO, cardiac iron loading is pre-
dominantly within myocytes [32]. The storage of iron in 
different cell types may lead to different iron distribution 
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at the cellular scale, influencing the relative strength of 
changes in T2 and T2* caused by iron loading. Although 
T2* has been shown to be significantly more robust to 
changes in intercellular and intracellular iron distribution 
than T2 [33, 34], a significant bias was demonstrated, 
likely caused by different changes in relaxation properties 
during myocardial iron loading in the human and in the  
minipig hearts.

An explanation of the bias by formalin fixation of the 
hearts in the study of Carpenter et  al. [12] is less likely, 
because, according to that study, formalin fixation of the 
hearts caused only very little variation of T2* over time. 
This findings is also in accordance with an earlier study 
[35]. As the bias is correctable, the minipig   model of 
TIO may be a useful substitute for human cardiac tissue 
samples for calibration studies of cardiac T2* and also 
for development of iron-sensitive CMR sequences in the 
future.

The increase in individual SD of mean R2* measure-
ments at increasing CIC illustrates an increasing amount 
of variation in cardiac R2* with increasing myocardial 
iron deposits. Likely, this is caused by an increase in 
heterogeneous iron deposition across different myocar-
dial regions, across the myocardial wall, and probably 
also by change in iron distribution at cellular level as 
well. Increase in SD by increasing CIC widens the con-
fidence interval of the calibration line. Multiple meas-
urement in separate ROIs within the cardiac septum are 
therefore advisable at increasing myocardial iron loading 
when using the iron-loaded  minipig heart for calibration 
studies.

The most important advantage of using  minipigs  for 
calibration is the easy access to biopsies. In the study 
of Carpenter et al. [12], it took seven years to gather 12 
iron-loaded human hearts. In the  minipig model useful 
cardiac iron deposition can be achieved within a half to 
one year or even faster, if larger iron-loading rates of dex-
tran iron are used, than in the present study. By using dif-
ferent iron-loading rates, a range of CIC values of clinical 
relevance can be covered.

Another important advantage, compared to the Mon-
golian Gerbil model and other small-animal models of 
TIO is, that the  minipig represents a large-animal model. 
As aforementioned, the heart of the  minipig has human 
dimensions, allowing the use of clinical CMR machines 
without hardware constraints imposed by using a clini-
cal scanner for scanning of small animals. Thus, cardiac 
T2* measurements can be performed at higher quality 
by using identical sequence parameters as those used for 
humans, including the image scaling factor, voxel size 
and slice thickness that may influence T2*. Moreover, the 
heart rate in  minipigs is about the same as in humans, in 

contrast to the high heart rate found in Mongolian ger-
bils, allowing assessment of cardiac T2* by multi-echo 
imaging instead of by use of single-echo/gradient-echo 
sequences, as necessary in gerbils [11].

Limitations
The most important limitation, when using the  mini-
pig model for calibration of cardiac T2*, is that the cali-
bration cannot be directly transferred to human hearts. 
This is due to the demonstrated bias between the CIC, 
assessed in the porcine septum by chemical analysis, and 
predicted CIC estimates, obtained by use of a calibration 
curve, calibrated with human iron-loaded hearts by Car-
penter et  al. [12]. The bias is most likely caused by dif-
ferent changes in relaxation properties during myocardial 
iron loading in the human and in the  minipig hearts due 
to different distribution of the deposited iron. Therefore, 
the calibration curve cannot directly be used to translate 
human cardiac R2* values to human CIC values without 
an appropriate correction.

Another important limitation is, that it was not possi-
ble to calibrate the entire range of clinically relevant CIC 
values, due to the resistance of the  minipig myocardium 
to iron loading. Thus, cardiac iron loading during dex-
tran-iron loading appears later and requires several-fold 
larger body iron loads to achieve clinically relevant CIC 
values than in gerbils and in TM patients with TIO [21]. 
Accordingly, the range of chemical CIC values obtained 
from full-wall biopsies in the present study is narrower 
compared to the two other mentioned calibration stud-
ies [11, 12]. The range in the present study was 0.15 to 
2.0  mg/g DW. In the study of Carpenter et  al. [12], the 
range was 3.2 to 9.5 mg/g DW and in the study of Wood 
et al. [11] 1.3 to 6.6 mg/g DW (calculated from Figure 3 in 
Wood et al. [11]). Thus, the present  minipig study cali-
brates a range of T2* values that has not been calibrated 
by the 2 other studies. Although this calibration covers 
a clinically important CIC range, that is encountered 
in heavily transfused non-thalassaemic patients, as for 
e.g. in patients with myelodysplastic syndromes [14], a 
wider calibrated CIC range had been desirable. A higher 
iron-loading rate, than used in the present study, may 
possibly have yielded higher CIC values, but due to the 
mentioned resistance of the  minipig against cardiac iron 
loading, it is not likely that as high CIC values as in ger-
bils and TM patients with TIO would be achievable. This 
would require too large dextran-iron doses, impossible to 
administer safely by intramuscular injections.

Finally, the sample size in the present study is only just 
adequate. A larger sample size would have been desirable, 
a specially when assessing method agreement.
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Conclusion
Calibration of CMR-derived cardiac T2* for estimation 
of CIC by EMBs from cardiac septum is possible in the  
minipig model, but it is less accurate than with full-wall 
post-mortem septum biopsies, likely because of sampling 
error, variable content of non-iron containing tissue and 
smaller size of biopsies when using the catheter biopsies.

The presented results further validate the T2* tech-
nique for estimation of cardiac iron in conditions with 
iron overload and add to the limited calibration data pub-
lished earlier.

The  minipig model of TIO will also be of interest for 
development and calibration of new CMR sequences 
for estimation of CIC, and in the future, the model may 
replace calibration with cardiac samples from patients 
with TIO.

Abbreviations
BW: Body weight; CIC: Cardiac iron concentration; CMR: Cardiovascular mag-
netic resonance; DW: Dry weight; ECG: Electrocardiogram; EMB: Endomyo-
cardial catheter biopsy; ICP: Inductively coupled plasma spectrometry; ROI: 
Region of interest; TIO: Transfusional iron overload; ULN: Upper limit of normal.

Acknowledgements
The author would like to thank the staff in Biomedical Research Laboratory 
at Aalborg University Hospital for their meticulous animal care, and excellent 
technical assistance, including the application of the weekly intramuscular 
iron injections. The author is grateful for the iron dextran (Uniferon®), which 
has been supplied as a gift from Pharmacosmos, Holbæk, Denmark. Many 
thanks to Bente Markstroem Jensen for doing the histochemical stains of the 
sections from the tissue biopsies.

Authors’ contributions
PDJ conceived and designed the study, performed liver biopsies, collected 
and analyzed the data and wrote the paper. AHN performed ICP analysis. CWS 
performed the MRI examinations. UTB performed and evaluated histochemi-
cal examinations. SEJ performed EMBs. MB performed statistical analyses. 
SOM participated in the experiments and was responsible for animal care. 
ABHJ contributed critically to the data analysis and writing of the paper. BK 
participated in the experiments and collected data. All authors contributed 
substantially to the manuscript, and critically reviewed and approved the final 
version.

Funding
This work was supported by grants from the Obelske Familiefond (Grant No. 
20461, 2015), Spar Nord Fonden (Grant No. 2013), Aase og Ejnar Danielsen 
Fond (Grant No. 10--000912, 2013) and Karla og Verner Soerensens Almennyt-
tige Forskningsfond (Grant Nos. 701783, 2014 and 701783, 2018).

Availability of data and materials
The datasets generated during and/or analyzed during the current study are 
available from the corresponding author on reasonable request.

Ethics approval and consent to participate
Animal facilities and principles of laboratory and animal care conformed 
to the requirements of the Danish Animal Experiments Inspectorate. 
The present study was approved by this institution as well (Approval no. 
2013-15-2934-00038).

Consent for publication
Not applicable.

Competing interests
The authors declare that they have no competing interests, and there are no 
conflicts of interest to disclose.

Author details
1 Department of Hematology, Aalborg University Hospital, PO box 365, 
9100 Aalborg, Denmark. 2 Department of the Built Environment, Aalborg 
University, Aalborg, Denmark. 3 Department of Radiology, Aalborg University, 
Aalborg, Denmark. 4 Centre for Clinical Research, North Denmark Regional 
Hospital, Hjoerring, Aalborg University Hospital, Aalborg, Denmark. 5 Depart-
ment of Cardiology, Aalborg University Hospital, Aalborg, Denmark. 6 Depart-
ment of Clinical Medicine, Aalborg University Hospital, Aalborg, Denmark. 
7 Biomedical Research Laboratory, Aalborg University Hospital, Aalborg, 
Denmark. 8 Department of Cardiothoracic Surgery, Aalborg University Hospi-
tal, Aalborg, Denmark. 9 The Faculty of Medicine, Aalborg University Hospital, 
Aalborg, Denmark. 

Received: 13 May 2020   Accepted: 26 January 2021

References
 1. Gordeuk VR, Bacon BR, Brittenham GM. Iron overload: causes and conse-

quences. Annu Rev Nutr. 1987;7:485–508.
 2. McLaren GD, Muir WA, Kellermeyer RW. Iron overload disorders: natural 

history, pathogenesis, diagnosis, and therapy. Crit Rev Clin Lab Sci. 
1983;19(3):205–66.

 3. Anderson LJ, Holden S, Davis B, Prescott E, Charrier CC, Bunce NH, Firmin 
DN, Wonke B, Porter J, Walker JM, et al. Cardiovascular T2-star (T2*) mag-
netic resonance for the early diagnosis of myocardial iron overload. Eur 
Heart J. 2001;22(23):2171–9.

 4. Nienhuis AW, Griffith P, Strawczynski H, Henry W, Borer J, Leon M, Ander-
son WF. Evaluation of cardiac function in patients with thalassemia major. 
Ann N Y Acad Sci. 1980;344:384–96.

 5. Fitchett DH, Coltart DJ, Littler WA, Leyland MJ, Trueman T, Gozzard 
DI, Peters TJ. Cardiac involvement in secondary haemochromatosis: 
a catheter biopsy study and analysis of myocardium. Cardiovasc Res. 
1980;14(12):719–24.

 6. Olson LJ, Edwards WD, Holmes DR Jr, Miller FA Jr, Nordstrom LA, Baldus 
WP. Endomyocardial biopsy in hemochromatosis: clinicopathologic cor-
relates in six cases. J Am Coll Cardiol. 1989;13(1):116–20.

 7. Barosi G, Arbustini E, Gavazzi A, Grasso M, Pucci A. Myocardial iron 
grading by endomyocardial biopsy. A clinico-pathologic study on iron 
overloaded patients. Eur J Haematol. 1989;42(4):382–8.

 8. Lombardo T, Tamburino C, Bartoloni G, Morrone ML, Frontini V, 
Italia F, Cordaro S, Privitera A, Calvi V. Cardiac iron overload in thalas-
semic patients: an endomyocardial biopsy study. Ann Hematol. 
1995;71(3):135–41.

 9. Baandrup U, Olsen EG. Critical analysis of endomyocardial biopsies from 
patients suspected of having cardiomyopathy. I: Morphological and 
morphometric aspects. Br Heart J. 1981;45(5):475–86.

 10. Carpenter JP, He T, Kirk P, Roughton M, Anderson LJ, de Noronha SV, Baksi 
AJ, Sheppard MN, Porter JB, Walker JM, et al. Calibration of myocardial T2 
and T1 against iron concentration. J Cardiovasc Magn Reson. 2014;16:62.

 11. Wood JC, Otto-Duessel M, Aguilar M, Nick H, Nelson MD, Coates TD, 
Pollack H, Moats R. Cardiac iron determines cardiac T2*, T2, and T1 in the 
gerbil model of iron cardiomyopathy. Circulation. 2005;112(4):535–43.

 12. Carpenter JP, He T, Kirk P, Roughton M, Anderson LJ, de Noronha SV, Shep-
pard MN, Porter JB, Walker JM, Wood JC, et al. On T2* magnetic resonance 
and cardiac iron. Circulation. 2011;123(14):1519–28.

 13. Jensen PD, Jensen FT, Christensen T, Heickendorff L, Jensen LG, Ellegaard 
J. Indirect evidence for the potential ability of magnetic resonance imag-
ing to evaluate the myocardial iron content in patients with transfusional 
iron overload. MAGMA. 2001;12(2–3):153–66.

 14. Jensen PD, Jensen FT, Christensen T, Eiskjaer H, Baandrup U, Nielsen JL. 
Evaluation of myocardial iron by magnetic resonance imaging during 
iron chelation therapy with deferrioxamine: indication of close relation 



Page 16 of 16Jensen et al. J Cardiovasc Magn Reson           (2021) 23:27 

•
 
fast, convenient online submission

 •
  

thorough peer review by experienced researchers in your field

• 
 
rapid publication on acceptance

• 
 
support for research data, including large and complex data types

•
  

gold Open Access which fosters wider collaboration and increased citations 

 
maximum visibility for your research: over 100M website views per year •

  At BMC, research is always in progress.

Learn more biomedcentral.com/submissions

Ready to submit your researchReady to submit your research  ?  Choose BMC and benefit from: ?  Choose BMC and benefit from: 

between myocardial iron content and chelatable iron pool. Blood. 
2003;101(11):4632–9.

 15. Westwood MA, Anderson LJ, Firmin DN, Gatehouse PD, Lorenz CH, 
Wonke B, Pennell DJ. Interscanner reproducibility of cardiovascular mag-
netic resonance T2* measurements of tissue iron in thalassemia. J Magn 
Reson Imaging. 2003;18(5):616–20.

 16. Westwood M, Anderson LJ, Firmin DN, Gatehouse PD, Charrier CC, 
Wonke B, Pennell DJ. A single breath-hold multiecho T2* cardiovascular 
magnetic resonance technique for diagnosis of myocardial iron overload. 
J Magn Reson Imaging. 2003;18(1):33–9.

 17. Kirk P, He T, Anderson LJ, Roughton M, Tanner MA, Lam WW, Au WY, Chu 
WC, Chan G, Galanello R, et al. International reproducibility of single 
breathhold T2* MR for cardiac and liver iron assessment among five 
thalassemia centers. J Magn Reson Imaging. 2010;32(2):315–9.

 18. Kirk P, Roughton M, Porter JB, Walker JM, Tanner MA, Patel J, Wu D, Taylor 
J, Westwood MA, Anderson LJ, et al. Cardiac T2* magnetic resonance for 
prediction of cardiac complications in thalassemia major. Circulation. 
2009;120(20):1961–8.

 19. Leonardi B, Margossian R, Colan SD, Powell AJ. Relationship of magnetic 
resonance imaging estimation of myocardial iron to left ventricular 
systolic and diastolic function in thalassemia. JACC Cardiovasc Imaging. 
2008;1(5):572–8.

 20. Ghugre NR, Enriquez CM, Gonzalez I, Nelson MD Jr, Coates TD, Wood 
JC. MRI detects myocardial iron in the human heart. Magn Reson Med. 
2006;56(3):681–6.

 21. Jensen PD, Nielsen AH, Simonsen CW, Baandrup UT, Vyberg M, Jensen SE, 
Magnusdottir SO, Krarup HB, Nielsen MF, Kjaergaard B. Consequences of 
parenteral iron-dextran loading investigated in minipigs. A new model of 
transfusional iron overload. Blood Cells Mol Dis. 2020;83:102440.

 22. Hughes HC. Swine in cardiovascular research. Lab Anim Sci. 
1986;36(4):348–50.

 23. Bode G, Clausing P, Gervais F, Loegsted J, Luft J, Nogues V, Sims J. Steering 
Group of the RP: the utility of the minipig as an animal model in regula-
tory toxicology. J Pharmacol Toxicol Methods. 2010;62(3):196–220.

 24. Saraiva F, Matos V, Goncalves L, Antunes M, Providencia LA. Complications 
of endomyocardial biopsy in heart transplant patients: a retrospective 
study of 2117 consecutive procedures. Transpl Proc. 2011;43(5):1908–12.

 25. Deckers JW, Hare JM, Baughman KL. Complications of transvenous 
right ventricular endomyocardial biopsy in adult patients with 

cardiomyopathy: a seven-year survey of 546 consecutive diagnostic 
procedures in a tertiary referral center. J Am Coll Cardiol. 1992;19(1):43–7.

 26. Buja LM, Roberts WC. Iron in the heart. Etiology and clinical significance. 
Am J Med. 1971;51(2):209–21.

 27. Yamamura J, Grosse R, Graessner J, Janka GE, Adam G, Fischer R. Distribu-
tion of cardiac iron measured by magnetic resonance imaging (MRI)-R*2. 
J Magn Reson Imaging. 2010;32(5):1104–9.

 28. House MJ, Fleming AJ, de Jonge MD, Paterson D, Howard DL, Carpenter 
JP, Pennell DJ, St Pierre TG. Mapping iron in human heart tissue with 
synchrotron x-ray fluorescence microscopy and cardiovascular magnetic 
resonance. J Cardiovasc Magn Resonan. 2014;16:80.

 29. Pepe A, Positano V, Santarelli MF, Sorrentino F, Cracolici E, De Marchi 
D, Maggio A, Midiri M, Landini L, Lombardi M. Multislice multiecho T2* 
cardiovascular magnetic resonance for detection of the heterogene-
ous distribution of myocardial iron overload. J Magn Reson Imaging. 
2006;23(5):662–8.

 30. Collins W, Taylor WH. Determination of iron in cardiac and liver tissues by 
plasma emission spectroscopy. Ann Clin Biochem. 1987;24(Pt 5):483–7.

 31. Pechet GS. Parenteral iron overload. Organ and cell distribution in rats. 
Lab Investig. 1969;20(1):119–26.

 32. Bartoloni G, Italia F, Ferraro G, Lombardo T, Tamburino C, Cordaro S. Histo-
pathology of thalassemic heart disease: an endomyocardial biopsy study. 
Cardiovasc Pathol. 1997;6(4):205–11.

 33. Tanimoto A, Oshio K, Suematsu M, Pouliquen D, Stark DD. Relaxation 
effects of clustered particles. J Magn Reson Imag. 2001;14(1):72–7.

 34. Weisskoff RM, Zuo CS, Boxerman JL, Rosen BR. Microscopic susceptibility 
variation and transverse relaxation: theory and experiment. Magn Reson 
Med. 1994;31(6):601–10.

 35. Chua-anusorn W, Webb J, Macey DJ, Pootrakul P, St Pierre TG. The effect of 
histological processing on the form of iron in iron-loaded human tissues. 
Biochem Biophys Acta. 1997;1360(3):255–61.

Publisher’s Note
Springer Nature remains neutral with regard to jurisdictional claims in pub-
lished maps and institutional affiliations.


	In vivo calibration of the T2* cardiovascular magnetic resonance method at 1.5 T for estimation of cardiac iron in a  minipig model of transfusional iron overload
	Abstract 
	Background: 
	Methods: 
	Results: 
	Conclusions: 

	Background
	Material and methods
	Animals, care and iron-loading
	Anaesthetization of the animals
	Sampling and procession of EMBs
	Sampling and procession of post-mortem full-wall biopsies from cardiac septum
	Segmental analysis of the distribution of CIC
	Chemical assessment of cardiac tissue iron concentration
	Histological examination of myocardial biopsy sections
	CMR examinations for assessment of cardiac T2*

	Statistics
	Results
	Discussion
	Limitations

	Conclusion
	Acknowledgements
	References


